[Setting up of 15 POC blood gas analyzers at Montpellier Hosptital (France)].
The purpose of this article is to describe the setting up of 15 blood gas analyzers GEM(®) Premier™ 4000 (IL) at Montpellier hospital. This experience includes analytical characterization (within and between run coefficient of variation) using GSE and GHE IL controls, correlation of 35 samples with a routinely used laboratory blood gas analyzer (Cobas b221, Roche(®)). We shall also develop the training, the habilitation and its follow-up for the user staff (450 people) of the different hospital's units in the aim of the accreditation.